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INSTRUCTIONS FOR USE — Description:

Vista-BIue"" Fracture Detection Kit
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Vista-Blue™ is a water soluble solution which is used for the identification of cracks,
calcified canals, root canal orifices and carious dentin.

Method:

1.

Remove Vista-Blue™ bottle, mixing well, and
Micro-Applicator brushes from packaging.

Storage:
1. Store at room temperature.
2. Avoid contact with skin, eyes

2. Remove bottle cap and dispense desired and clothing.
amount of Vista-Blue™ into mixing well. 3. Inthe event of eye contact
3. Saturate Micro-Applicator brush tip with flush with copious amounts
Vista-Blue™. of water and seek immediate
4. Apply Vista-Blue™ to tooth. medical attention.
5. Wait 5-10 seconds and rinse with water. 4 Isft;;nrtna:; k‘;‘gﬁﬂgx'{?\?ﬂ?ﬁ:iﬁz
6. Identify the fracture. detergent and warm water.
7. Reapply as needed.
6. Dispose of Micro-Applicator . _ ™ .
brush after each patient. VISta Blue ;2::(;?;?(')24'(2';
REORDER INFORMATION:

Product #

Description

Micro Applicator Brushes

320805 Ultra Fine - Lavender 100/ box

e ————— 320800 Fine - Pink 100/ box

e —— 320801 Regular - Blue 100/ box
e —— 320802 Regular - Silver 100 / box
e ————————— 320803 Regular - Purple 100/ box
—————— 320804 Regular - Green 100/ box
Mixing Wells 100/ box

/ 503411  For Caries Indicator / Methelyne Blue
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Vista-Blue™ is a water soluble solution which is used for the identification of cracks,
calcified canals, root canal orifices and carious dentin.

Method:

1.

Remove Vista-Blue™ bottle, mixing well, and

Micro-Applicator brushes from packaging.
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Storage:
1. Store at room temperature.

2. Avoid contact with skin, eyes

2. Remove bottle cap and dispense desired and clothing.
amount of Vista-Blue™ into mixing well. 3. Inthe event of eye contact
3. Saturate Micro-Applicator brush tip with flush with copious amounts
Vista-Blue™. of water and seek immediate
4. Apply Vista-Blue™ to tooth. medical attention.
5. Wait 5-10 seconds and rinse with water. 4. Isft;cr’]n::; l\;\gtr:;:g\t/::jnalict);cmuirlz
6. Identify the fracture. detergent and warm water.
7. Reapply as needed.
6. Dispose of Micro-Applicator q _ ™ q
brush after each patient. VISta Blue ;g;?‘:'e?#ogt(l)§4}(2';
REORDER INFORMATION: Product# Description
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Micro Applicator Brushes

320805  Ultra Fine - Lavender 100/ box

| ———— 320800 Fine - Pink 100 / box

e —— 320801 Regular - Blue 100/ box
e — 320802 Regular - Silver 100/ box
e — 320803 Regular - Purple 100/ box
—————— 320804 Regular - Green 100 / box
Mixing Wells 100/ box
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Vista-Blue™ is a water soluble solution which is used for the identification of cracks,
calcified canals, root canal orifices and carious dentin.

Method:

1.

Remove Vista-Blue™ bottle, mixing well, and
Micro-Applicator brushes from packaging.

Storage:
1. Store at room temperature.
2. Avoid contact with skin, eyes

2. Remove bottle cap and dispense desired and clothing.
amount of Vista-Blue™ into mixing well. 3. Inthe event of eye contact,
3. Saturate Micro-Applicator brush tip with flush with copious amounts
Vista-Blue™. of water and seek immediate
4. Apply Vista-Blue™ to tooth. medical attention.
5. Wait 5-10 seconds and rinse with water. 4. If contact with clothing occurs,
. stain may be removed with mild
6. Identify the fracture. detergent and warm water.
7. Reapply as needed.
6. Dispose of Micro-Applicator q _ ™ q
bruch after €ach patient. Vista-Blue  10mL Bottle Kit
Reorder # 503429
REORDER INFORMATION: Product# Description
Micro Applicator Brushes
320805  Ultra Fine - Lavender 100/ box
| ———— 320800 Fine - Pink 100/ box
——— 320801 Regular - Blue 100/ box
— 320802 Regular - Silver 100/ box
320803 Regular - Purple 100/ box
—— — 320804  Regular - Green 100/ box
Mixing Wells 100/ box
/ 503411  For Caries Indicator / Methelyne Blue
o Emergo Europe Inter-Med, Inc.
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Vista-Blue™ Fracture Detection Kit
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INSTRUCTIONS FOR USE — Description:

Vista-Blue™ is a water soluble solution which is used for the identification of cracks,
calcified canals, root canal orifices and carious dentin.

Method:

1.

Remove Vista-Blue™ bottle, mixing well, and

Micro-Applicator brushes from packaging.
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Storage:
1. Store at room temperature.
2. Avoid contact with skin, eyes

2. Remove bottle cap and dispense desired and clothing.
amount of Vista-Blue™ into mixing well. 3. Inthe event of eye contact
3. Saturate Micro-Applicator brush tip with flush with copious amounts
Vista-Blue™. of water and seek immediate
4. Apply Vista-Blue™ to tooth. medical attention.
5. Wait 5-10 seconds and rinse with water. 4 lsft;ﬁnrtr?:; xtgggzzhn\?v;ffcmu;lz
6. Identify the fracture. detergent and warm water.
7. Reapply as needed.
6. Dispose of Micro-Applicator R _ ™ .
brush after each patient. VISta Blue 1R0m:i- Bgtst(!)§4K2I;
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Product #

Description

Micro Applicator Brushes

320805 Ultra Fine - Lavender 100/ box
| — e —— 320800 Fine - Pink 100/ box
e —— 320801 Regular - Blue 100/ box
e E—— 320802 Regular - Silver 100/ box
320803 Regular - Purple 100/ box
e —————— 320804 Regular - Green 100/ box
Mixing Wells 100/ box
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